Agilent Spectrum Analyzer - Swept SA

o - A
Center Freq 15.075000 MHz
PH

: Fast
IFGain:Low

Trig: Free Run
#Atten: 30 d

Ref Offset 7.61 dB
Ref 10.00 dBm

Start 150 kHz
#Res BW 10 kHz

Stop 30,00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

smanus | DC Coupled

#VBW 30 kHz*

Agilent Spectrum Analyzer - Swept SA

#Avg Type: RMS
AvglHold: 11

jod
Center Freq 515.000000 MHz
PHi

: Fast
IFGain:Low

Trig: Free Run
#hmen: 30 di

Ref Offset 858 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz* #Sweep (#Swp) 1.000 s (2001 pts)

Band2_3MHz_16QAM_18615_15RB#0_0.15~30
_0.15~30

Band2_3MHz_16QAM_18615_15RB#0_30~100
0_30~1000

Agilent Spectrum Analyzer - Swept SA
i RoT

‘Center Freq 2.000000000 GHz
‘FNO: Fast -» TrigiFree Run
IFGain:Low #Azten: 30 dB

Ref Offset 9.98 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
i RoT

Center Freq 11.500000000 GHz #Avg Type: RMS
b rast e Trig:Free Run AvglHeld: 11
IFGain:Low #Amen: 30 dB

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHz*

Band2_3MHz_16QAM_18615_15RB#0_1000~3
000_1000~3000

Band2_3MHz_16QAM_18615_15RB#0_3000~2
0000_3000~20000

Agilent Spectrum Analyzer - Swept SA
RT !

Center Freq 79.500 kHz ) #Ava Type: RMS
RO P o Trig:Free Run AvglHeld: 11
IFGain:Low BAtten: 20 dB

Ref Offset 7.61 dB

Ref 0.00 dBm

l [
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Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)|

staws | DC Coupled

#VBW 3.0 kHz*

Agilent Spectrum Analyzer - Swept SA
RT !

#Avg Type: RMS

Center Freq 15.075000 MHz
AvglHold: 11

PNO: Fast ~—»— 17ig: Free Run
IFGain:Low

#Asten: 30 d

Ref Offset 7.61 dB
Ref 10.00 dBm

b,
P b e oMo s A1

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000's (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

Band2_3MHz_16QAM_18900_15RB#0_0.009~0
15_0.009~0.15

Band2_3MHz_16QAM_18900_15RB#0_0.15~30
_0.15~30
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Agilent Spectrum Analyzer - Swept SA

jod
Center Freq 515.000000 MHz
PHi

: Fast
IFGain:Low

Trig: Free Run
#Atten: 30 d

Ref Offset 858 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz* #Sweep (#Swp) 1.000 s (2001 pts)

Agilent Spectrum Analyzer - Swept SA

o

Center Freq 2.000000000 GHz
PND:

:Fast -
IFGain:Low

#Avg Type: RMS
Trig: Free Run AvglHold: 11

#Amen:

Ref Offset 9.98 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Band2_3MHz_16QAM_18900_15RB#0_30~100
0_30~1000

Band2_3MHz_16QAM_18900_15RB#0_1000~3
000_1000~3000

Agilent Spectrum Analyzer - Swept SA
o
Center Freq 11.500000000 GHz

FNO: Fast s> TrigiFree Run
IFGain:Low #Azten: 30 dB

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
i %

#Avg Type: RMS

o F
Center Freq 79.500 kHz :
AvglHold: 11

PNO: Wide - 1rig: Free Run
IFGain:Low #hsen: 20 dB
Ref Offset 7.61 dB

Ref 0.00 dBm

Mkr1 11.96
-55.34

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

staws | DC Coupled

#VBW 3.0 kHz*

Band2_3MHz_16QAM_18900_15RB#0_3000~2
0000_3000~20000

Band2_3MHz_16QAM_19185_15RB#0_0.009~0
15_0.009~0.15

Agilent Spectrum Analyzer - Swept SA
ou < u A
Center Freq 15.075000 MHz )
PHO: Fast ~+- Trig:Free Run
IFGain:Lowe __ WAtten:30 dB

R 150 k
-54.238 dBm

Ref Offset 7.61 dB
Ref 10.00 dBm

BT M o A b

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

Agilent Spectrum Analyzer - Swept SA
HCH E
Center Freq 515.000000 MHz
oO: Fast ~+— Trig: Free Run
IFGain:Low  #Atten: 30 df

Ref Offset 8.5 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

#VBW 300 kHz*

Band2_3MHz_16QAM_19185_15RB#0_0.15~30
0.15~30

Band2_3MHz_16QAM_19185_15RB#0_30~100
0_30~1000
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Agilent Spectrum Analyzer - Swept SA

o

Center Freq 2.000000000 GHz
PN

0: Fast
IFGain:Low

Trig: Free Run
#Anten: 30 dB

Ref Offset 9.98 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Agilent Spectrum Analyzer - Swept SA

#Avg Type: RMS

T
Center Freq 11.500000000 GHz
T AvglHold: 11

Trig: Free Run

:Fast -
IFGain:Low #Asmen: 30 di

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Band2_3MHz_16QAM_19185_15RB#0_1000~3
000_1000~3000

Band2_3MHz_16QAM_19185_15RB#0_3000~2
0000_3000~20000

Agilent Spectrum Analyzer - Swept SA
TG A
Center Freq 79.500 kHz

Trig: Free Run

PHO: Wide
IFGain:Low #Axten: 20 dB

Ref Offset 7.61 dB
Ref 0.00 dBm

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)|

staws | DC Coupled

#VBW 3.0 kHz*

Agilent Spectrum Analyzer - Swept SA
kT 4

‘Center Freq 15,075000 MHz
N Fast 7
IFGain:Low

#Avg Type: RMS
AvglHold: 11

Trig: Free Run
#hmen: 30 4B

Ref Offset 7.61 dB
Ref 10.00 dBm

i g o gt ol g B e i e

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000's (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

Band2_5MHz_QPSK_18625_25RB#0_0.009~0.
15_0.009~0.15

Band2_5MHz_QPSK_18625 25RB#0_0.15~30_
0.15~30

Agilent Spectrum Analyzer - Swept SA
HCH E
Center Freq 515.000000 MHz

#Avg Type: RMS
Oz fust m+ Trig: Free Run AvglHold: 11
[FGoindow _ BAtten: 30 d8

Ref Offset 8.5 dB
Ref 20.00 dBm

1
4
e et e s

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

#VBW 300 kHz*

Agilent Spectrum Analyzer - Swept SA
HCH E
Center Freq 2.000000000 GHz

PND: Fast >
IFGain:Low

#Avg Type: RMS
Trig: Fras Run AvglHold: 11

#Asten: 30 d

Ref Offset 9.9 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHz*

Band2_5MHz_QPSK_18625_25RB#0_30~1000
_30~1000

Band2_5MHz_QPSK_18625_25RB#0_1000~30
00_1000~3000
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Agilent Spectrum Analyzer - Swept SA

Trig: Free Run
#Atten: 30 d

jod

Center Freq 11.500000000 G
PRO: Fast >

IFGainLow

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

o - A
Center Freq 79.500 kHz

Agilent Spectrum Analyzer - Swept SA

#Avg Type: RMS
Trig: Free Run AvglHold: 11

#Amen: 20 di

PHO: Wide —~
IFGain:Low
Mkr1 11.39

Ref Offset 7.61 dB
ef 0,00 dE -56.254 dBm

Ref 0.00 dBm

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150,00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

smanus | DC Coupled

#VBW 3.0 kHz*

Band2_5MHz_QPSK_18625_25RB#0_3000~20
000_3000~20000

Band2_5MHz_QPSK_18900_25RB#0_0.009~0.
15_0.009~0.15

Agilent Spectrum Analyzer - Swept SA
kT 4

‘Center Freq 15,075000 MHz

FNO: Fast -» TrigiFree Run
IFGain:Low

#Axzen: 30 dB

Ref Offset 7.61 dB
Ref 10.00 dBm

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

‘Center Freq 515.000000 MHz

Agilent Spectrum Analyzer - Swept SA
i RoT

#Avg Type: RMS
AvglHold: 11

FNO:Fast -» TrigiFreeRun
IFGain:Low #hsen: 30 dB
Ref Offset 858 dB.

Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz" #Sweep (#Swp) 1.000 s (2001 pts)

Band2_5MHz_QPSK_18900_25RB#0_0.15~30_
0.15~30

Band2_5MHz_QPSK_18900_25RB#0_30~1000
_30~1000

Jcllemimlnmlmirar Swept SA
Center Freq 2. 000000000 GHz

¥hvg Type: RMS
e Trig: Fras Run AvglHold: 11
Fsintow

#Atten: 30 dB

Ref Offset 9.9 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

nglem immmnnz!r Swept SA

Conter Freq 11.500000000 GHz HAvg Type: RMS
AvglHold: 11

e Trig: Free Run
\FGaIn‘lnw

#Asten: 30 d

Ref Offset 1261 dB Mkr1 3.7

Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz

#VBW 3.0 MHz" #Sweep (#Swp) 1.000 s (40001 pts)

Band2_5MHz_QPSK_18900_25RB#0_1000~30
00_1000~3000

Band2_5MHz_QPSK_18900_25RB#0_3000~20
000_3000~20000
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Agilent Spectrum Analyzer - Swept SA

#hvg Type: RMS
AvglHold: 111

o - A
Center Freq 79.500 kHz

PNO: Wide =+ Trig: Free Run
IFGain:Low #Anten: 20 d

Ref Offset 7.61 dB
Ref 0.00 dBm

Start 9.00 kHz Stop 150.00 kHz

#VBW 3.0 kHz"

Agilent Spectrum Analyzer - musa

"I
‘Center Freq 15.! [I?ﬁ[!lm MHz
N Trig: Free Run

0: F
FGointow __#Aan; 30.d

Ref Offset 7.61 dB
Ref 10.00 dBm

Start 150 kHz

#Res BW 10 kHz #VBW 30 kHz"

M"‘“r"ﬂm:%r"nlertrLlf-;«Jﬂs.dﬁmﬂ,c\»wmqm»».aw,w.iwdhy..wwwmmwmumhu.-m

#Avg Type: RMS
AvglHold: 11

Mkr1 150
-54.160 dBm

Stop 30,00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

#Res BW 1.0 kHz

Sweep (#Swp) 174.0 ms (1001 pts)|

smanus | DC Coupled

smanus | DC Coupled

Band2_5MHz_QPSK_19175_25RB#0_0.009~0.
15_0.009~0.15

Band2_5MHz_QPSK_19175_25RB#0_0.15~30_
0.15~30

Agilent Spectrum Analyzer - Swept SA
i RoT

‘Center Freq 515.000000 MHz #hvg Type: RMS
U Fast o Trig:Free Run AvglHeld: 11

IFGain:Low #Atten: 30 dB

Ref Offset8.58 dB Mkr1

Ref 20.00 dBm

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

Start 30.0 MHz

#Res BW 100 kHz #VBW 300 kHz*

Agilent Spectrum Analyzer - Swept SA
o
Center Freq 2.000000000 GHz
PNO: Fast ~o-
IF GainLow

#Avg Type: RMS
Trig: Free Run AvglHold: 11

#Amen: 30 dB

Ref Offset 9.98 dB
Ref 20.00 dBm

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

Start 1.000 GHz

#Res BW 1.0 MHz #VBW 3.0 MHz*

Band2_5MHz_QPSK_19175_25RB#0_30~1000
30~1000

Band2_5MHz_QPSK_19175_25RB#0_1000~30
00_1000~3000

Jcllemimlnmlmirar Swept SA
Center Freq 11. 500000000 GHz

e Trig:Fres Run
\FGaIn lnw

#Atten: 30 dB

Ref Offset 12.81 dB
Ref 20.00 dBm

Stop 20.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

Start 3.000 GHz

#Res BW 1.0 MHz #VBW 3.0 MHZ*

nglem immmnnz!r Swept SA
A

Center Freq 79. 500 kHz
Trig: Free Run

PNO: Wide —»—
IFGain:Low #asen: 20 dB

Ref Offset 7.61 dB
Ref 0.00 dBm

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

staws | DC Coupled

Start 9.00 kHz

#Res BW 1.0 kHz #VBW 3.0 kHz*

Band2_5MHz_QPSK_19175_25RB#0_3000~20
000_3000~20000

Band2_5MHz_16QAM_18625_25RB#0_0.009~0
15_0.009~0.15
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Agilent Spectrum Analyzer - musa Agilent Spectrum Analyzer - Swept SA

G
‘Center Freq 15.! [I?ﬁ[!lm MHz
PH

i F Y
‘Center Freq 515.000000 MHz #hvg Type: RMS
N Trig: Free Run AvglHold: 11

0: Fast
IFGaintow #Asen: 30 di

Trig: Free Run

0: Fast
IFGaintow #Azten: 30 di

Ref Offset 7.61 dB
Ref 10.00 dBm

Ref Offset 858 dB
Ref 20.00 dBm

RN Wt s Yy b A B

Start 150 kHz Stop 30,00 MHz
#Res BW 10 kHz #VBW 30 kHz" #Sweep (#Swp) 1.000 s (1001 pts)

smanus | DC Coupled

Start 30,0 MHz Stop 1.0000 GHz
#Res BW 100 kHz #VBW 300 kHz* #Sweep (#Swp) 1.000 s (2001 pts)

Band2_5MHz_16QAM_18625_25RB#0_0.15~30 | Band2_5MHz_16QAM_18625_25RB#0_30~100
0.15~30 0_30~1000

Agilent Spectrum Analyzer - Swept SA Agilent Spectrum Analyzer - Swept SA
T ;i

i © ry i 7 X
Center Freq 2.000000000 GHz Center Freq 11.500000000 GHz
s e Trig: Free Run " v et e Trig:Free Run RegiHotd: 11
IFGalnilow  MAten:30 dB IFGalnlow  #Atman: 30 4B
Ref Offset 9.98 4B ke Ref Offset 1281 dB
Ref 20.00 dBm 4 Ref 20.00 dBm

Start 1.000 GHz Stop 3.000 GHz Start 3.000 GHz Stop 20.000 GHz
#Res BW 1.0 MHz #VBW 3.0 MHZ* #Sweep (#Swp) 1.000 s (40001 pts) #Res BW 1.0 MHz #VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Band2_5MHz_16QAM_18625_25RB#0_1000~3 | Band2_5MHz_16QAM_18625_25RB#0_3000~2
000_1000~3000 0000_3000~20000

nglem immmnnz!r Swept SA
A

nglem immmnnz!r Swept SA
A

Center Freq 79. 500 kHz Center Freq 15. 075000 MHz
Trig: Free Run

PNO: Viide ~+= Trig:Free Run =
IFGainiLow  HAtten: 20 dB TD:Fus =5~ T Fres B
Ref Offset 7.61 dB Mkr 1:
Ref 0.00 dBm -

Ref Offset 7.61 dB
Ref 10.00 dBm

ey bl i el e

Start 9.00 kHz Stop 150.00 kHz
#Res BW 1.0 kHz #VBW 3.0 kHz* Sweep (#Swp) 174.0 ms (1001 pts)|

staws | DC Coupled

Start 150 kHz Stop 30.00 MHz
#Res BW 10 kHz #VBW 30 kHz* #Sweep (#Swp) 1.000's (1001 pts)

staws | DC Coupled

Band2_5MHz_16QAM_18900_25RB#0_0.009~0 | Band2_5MHz_16QAM_18900_25RB#0_0.15~30
.15_0.009~0.15 _0.15~30
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Agilent Spectrum Analyzer - Swept SA

jod
Center Freq 515.000000 MHz
PHi

: Fast
IFGain:Low

Trig: Free Run
#Atten: 30 d

Ref Offset 858 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz* #Sweep (#Swp) 1.000 s (2001 pts)

Agilent Spectrum Analyzer - Swept SA

o

Center Freq 2.000000000 GHz
PND:

:Fast -
IFGain:Low

#Avg Type: RMS
Trig: Free Run AvglHold: 11

#Amen:

Ref Offset 9.98 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Band2_5MHz_16QAM_18900_25RB#0_30~100
0_30~1000

Band2_5MHz_16QAM_18900_25RB#0_1000~3
000_1000~3000

Agilent Spectrum Analyzer - Swept SA
T

T
Center Freq 11.500000000 GHz
PNO: Fast -+~ Trig:Free Run
IFGainiLow MAtten: 30 dB
Mkr1 3.759 475 G

Ref Offset 1281 dB
1dBm

Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
A &

#Avg Type: RMS

AvglHeld: 11

o -
Center Freq 79.500 kHz

PNO: Wide - 1rig: Free Run
IFGain:Low #hsen: 20 dB
Ref Offset 7.61 dB

Ref 0.00 dBm

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

staws | DC Coupled

#VBW 3.0 kHz*

Band2_5MHz_16QAM_18900_25RB#0_3000~2
0000_3000~20000

Band2_5MHz_16QAM_19175_25RB#0_0.009~0
15_0.009~0.15

Agilent Spectrum Analyzer - Swept SA
RT !

Center Freq 15.075000 MHz )
PNO: Fast —+— 1rig:Free Run
|FGain:Low BAtten: 30 dB

Ref Offset 7.61 dB
Ref 10.00 dBm

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

Agilent Spectrum Analyzer - Swept SA
HCH E
Center Freq 515.000000 MHz

PNO: Fast ~—»— 17ig: Free Run
IFGain:Low

#Asten: 30 d

Ref Offset 8.5 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

#VBW 300 kHz*

Band2_5MHz_16QAM_19175_25RB#0_0.15~30
_0.15~30

Band2_5MHz_16QAM_19175_25RB#0_30~100
0_30~1000
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Agilent Spectrum Analyzer - Swept SA
o 7
Center Freq 2.000000000 GHz
TPt o Trig:Free Run
IFGainiLow MAtten: 30 dB
Ref Offset9.98 dB Mkr1 1.894 85 GHz
Ref 20.00 dBm 4 7 dBm

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

Start 1.000 GHz

#Res BW 1.0 MHz #VBW 3.0 MHz*

Agilent Spectrum Analyzer - Swept SA

kT ry

‘Center Freq 11.500000000 SHZ #hvg Type: RMS
NO:

Trig: Free Run AvglHold: 11

st
IFaintor #hsen: 30 d

3.815
Ref Offset 1281 dB MKr1 u.81':
Ref 20.00 dBm -28.4

Stop 20,000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

Start 3.000 GHz

#Res BW 1.0 MHz #VBW 3.0 MHz*

Band2_5MHz_16QAM_19175_25RB#0_1000~3
000_1000~3000

Band2_5MHz_16QAM_19175_25RB#0_3000~2
0000_3000~20000

memSpa.mmNHirur musa
i
Center Freq 79.500 kHz

NO: Wide -+ Trig:Free Run
IFGaintow

#Axen: 20 dB

Ref Offset 7.61 dB
Ref 0.00 dBm

i IW‘\“ ’Mﬁ h"l“llr‘tﬂlhil"w "HJ \l;\fl‘\l'pd‘{“-lr“.l
.

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)|

staws | DC Coupled

Start 9.00 kHz

#Res BW 1.0 kHz #VBW 3.0 kHz*

Agilent Spectrum Analyzer - Swept SA
o F FN
Center Freq 15.075000 MHz
PNO: Fast ~o
IF GainLow

#Avg Type: RMS
AvglHold: 11

Trig: Free Run
#hmen: 30 4B

Ref Offset 7.61 dB
Ref 10.00 dBm

Stop 30.00 MHz
#Sweep (#Swp) 1.000's (1001 pts)
sTaTUs ! DC Coupled

Start 150 kHz

#Res BW 10 kHz #VBW 30 kHz*

Band2_10MHz_QPSK_18650_50RB#0_0.009~0
.15_0.009~0.15

Band2_10MHz_QPSK_18650_50RB#0_0.15~30
0.15~30

nglem immmnnz!r Swept SA

Center Freq 515 000000 MH*

¥hvg Type: RMS
ra— AvglHold: 11
Fsintow

Trig: Free Run
BAtten: 30 dB

Ref Offset 8.5 dB
Ref 20.00 dBm

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

Start 30.0 MHz

#Res BW 100 kHz #VBW 300 kHz*

nglem immmnnz!r Swept SA

Center Freq 2. 000000000 GHz
st e Trig: Free Run
IF ot ow #asen: 30 di

#Avg Type: RMS
AvglHold: 11

Ref Offset 9.9 dB
Ref 20.00 dBm

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

Start 1.000 GHz

#Res BW 1.0 MHz #VBW 3.0 MHz*

Band2_10MHz_QPSK_18650_50RB#0_30~100
0_30~1000

Band2_10MHz_QPSK_18650_50RB#0_1000~3
000_1000~3000
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Agilent Spectrum Analyzer - Swept SA

jod
Center Freq 11.500000000 G

:Fast
IFGain:Low

Trig: Free Run
#Anten: 30 dB

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Agilent Spectrum Analyzer - Swept SA
o L A
Center Freq 79.500 kHz

#Avg Type: RMS
Trig: Free Run AvglHold: 11

#Amen: 20 di

PHO: Wide —5—
IFGain:Low

Ref Offset 7.61 dB
Ref 0.00 dBm
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Stop 150,00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

smanus | DC Coupled

Start 9.00 kHz

#Res BW 1.0 kHz #VBW 3.0 kHz*

Band2_10MHz_QPSK_18650_50RB#0_3000~2
0000_3000~20000

Band2_10MHz_QPSK_18900_50RB#0_0.009~0
15_0.009~0.15

Agilent Spectrum Analyzer - Swept SA
kT 4

‘Center Freq 15,075000 MHz
PNO: Fast -+ 1rig:Free Run
IFGain:Low #Atten: 30 dB

Ref Offset 7.61 dB
Ref 10.00 dBm

i
Hwn..w,h-'.«r*rum«1f4:«.m-.,«-y.wwwwf A A

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

Agilent Spectrum Analyzer - Swept SA
i RoT

#Avg Type: RMS
AvglHold: 11

Trig: Free Run

PNO: Fast -
IFGain:Low #hsen: 30 dB

Ref Offset 858 dB.
Ref 20.00 dBm

1
e TSyt oM AR b A

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz" #Sweep (#Swp) 1.000 s (2001 pts)

Band2_10MHz_QPSK_18900_50RB#0_0.15~30
0.15~30

Band2_10MHz_QPSK_18900_50RB#0_30~100
0_30~1000

Agilent Spectrum Analyzer - Swept SA
HCH E
Center Freq 2.000000000 GHz

#Avg Type: RMS
Dorfust me Trig:Free Run AvglHold: 11
[FGoindow _ BAtten: 30 d8

Ref Offset 9.9 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
RT

Center Freq 11.500000000 GHz HAvg Type: RMS
FHO-Fast ~+- Trig:Free Run AvglHeld: 11
IFGain:Low #Atten: 30 d

Ref Offset 12.81 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz

#VBW 3.0 MHz" #Sweep (#Swp) 1.000 s (40001 pts)

Band2_10MHz_QPSK_18900_50RB#0_1000~3
000_1000~3000

Band2_10MHz_QPSK_18900_50RB#0_3000~2
0000_3000~20000
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Agilent Spectrum Analyzer - Swept SA
o L A
Center Freq 79.500 kHz

Trig: Free Run
#Anten: 20 d

PHO: Wide -+
IFGain:Low
Mkr1 11.397 kHz

Ref Offset 7.61 dB
8 dBm

Ref 0.00 dBm

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150,00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)|

smanus | DC Coupled

#VBW 3.0 kHz"

Agilent Spectrum Analyzer - Swept SA

#Avg Type: RMS
Trig: Free Run AvglHold: 11

#Amen: 30 di

o - A
Center Freq 15.075000 MHz
PH

: Fast
IFGain:Low

Ref Offset 7.61 dB
Ref 10.00 dBm

|

e b L L T T L L

Start 150 kHz
#Res BW 10 kHz

Stop 30,00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

smanus | DC Coupled

#VBW 30 kHz"

Band2_10MHz_QPSK_19150_50RB#0_0.009~0
15_0.009~0.15

Band2_10MHz_QPSK_19150_50RB#0_0.15~30
0.15~30

Agilent Spectrum Analyzer - Swept SA
i RoT

‘Center Freq 515.000000 MHz
PNO: Fast -+~ 1rig:Free Run
IFGain:Low #Atten: 30 dB

Ref Offset 858 dB.
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

= ST

#VBW 300 kHz*

Agilent Spectrum Analyzer - Swept SA
i RoT

‘Center Freq 2.000000000 GHz
PNO: Fast -
IFGain:Low

#Avg Type: RMS
AvglHold: 11

Trig: Free Run
#hmen: 30 4B

Ref Offset 9.98 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz

#VBW 3.0 MHz" #Sweep (#Swp) 1.000 s (40001 pts)

Band2_10MHz_QPSK_19150_50RB#0_30~100
0_30~1000

Band2_10MHz_QPSK_19150_50RB#0_1000~3
000_1000~3000

Agilent Spectrum Analyzer - Swept SA
HCH E
Center Freq 11.500000000 GHz

PND: Fast —>—
IFGain:Low

¥hvg Type: RMS
Trig: Fras Run AvglHold: 11
#Atten: 30 dB

Ref Offset 12.81 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
RT !

#Avg Type: RMS

Center Freq 79.500 kHz
AvglHold: 11

PND: Wide —+— Trig: Free Run
IFGain:Low #aseen: 20 di
Ref Offset 7.61 dB

Ref 0.00 dBm

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

staws | DC Coupled

#VBW 3.0 kHz*

Band2_10MHz_QPSK_19150_50RB#0_3000~2
0000_3000~20000

Band2_10MHz_16QAM_18650_50RB#0_0.009~
0.15_0.009~0.15
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Agilent Spectrum Analyzer - musa

G
‘Center Freq 15.! [I?ﬁ[!lm MHz
PH

e Trig: Free Run

Faintor Hémen:30 d

Ref Offset 7.61 dB
Ref 10.00 dBm

WA T bl o

Start 150 kHz
#Res BW 10 kHz

Stop 30,00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

smanus | DC Coupled

#VBW 30 kHz*

Agilent Spectrum Analyzer - Swept SA

#Avg Type: RMS
AvglHold: 11

G
‘Center Freq 515.000000 MHz
PHi

Trig: Free Run

IFaintor #hsen: 30 d

Ref Offset 858 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz* #Sweep (#Swp) 1.000 s (2001 pts)

Band2_10MHz_16QAM_18650_50RB#0_0.15~3
0_0.15~30

Band2_10MHz_16QAM_18650_ 50RB#0_30~10
00_30~1000

Agilent Spectrum Analyzer - Swept SA
i RoT

‘Center Freq 2.000000000 GHz
‘FNO: Fast -» TrigiFree Run
IFGain:Low #Azten: 30 dB
Ref Offset 9.98 dB
Ref 20.00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
o
Center Freq 11.500000000 GHz

#Avg Type: RMS
st e Trig: Free Run AvglHold: 111
IFGain:Low

#Amen: 30 dB

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

Stop 20.000 GHz

#VBW 3.0 MHz" #Sweep (#Swp) 1.000 s (40001 pts)

Band2_10MHz_16QAM_18650_50RB#0_1000~
3000_1000~3000

Band2_10MHz_16QAM_18650_50RB#0_3000~
20000_3000~20000

nglem immmnnz!r Swept SA
A

Center Freq 79. 500 kHz . #Avg Type: RMS
Trig: Free Run AvgiHold: 11
WBAtten: 20 dB

NO: Wide —+—
IFGaint ow

Ref Offset 7.61 dB
Ref 0.00 dBm

f\ I"l "" |\

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 th
Sweep (#Swp) 174.0 ms (1001 pts)|

staws | DC Coupled

#VBW 3.0 kHz*

nglem immmnnz!r Swept SA
A

#Avg Type: RMS

Center Freq 15. 075000 MHz
AvglHold: 111

O faxt = Trig: Free Run
\FGaIn‘an #Atten: 30 dl
Ref Offset 7.61 dB

Ref 10.00 dBm

U ot A et A

Start 150 kHz
#Res BW 10 kHz

Stop 30.00 MHz
#Sweep (#Swp) 1.000's (1001 pts)

staws | DC Coupled

#VBW 30 kHz*

Band2_10MHz_16QAM_18900_50RB#0_0.009~
0.15_0.009~0.15

Band2_10MHz_16QAM_18900_50RB#0_0.15~3
0_0.15~30
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Agilent Spectrum Analyzer - Swept SA

o

Center Freq 515.000000 MHz
P

: Fast
IFGain:Low

Trig: Free Run
#Atten: 30 d

Ref Offset 858 dB
Ref 20.00 dBm

Start 30.0 MHz
#Res BW 100 kHz

Stop 1.0000 GHz

#VBW 300 kHz* #Sweep (#Swp) 1.000 s (2001 pts)

Agilent Spectrum Analyzer - Swept SA

#Avg Type: RMS
Trig: Free Run AvglHold: 11

T
Center Freq 2.000000000 GHz
i #Amen: 30 di

:Fast ~o=

IFGain:Low
Ref Offset9.98 dB Mkr1 1.
Ref 20,00 dBm

Start 1.000 GHz
#Res BW 1.0 MHz

Stop 3.000 GHz

#VBW 3.0 MHz* #Sweep (#Swp) 1.000 s (40001 pts)

Band2_10MHz_16QAM_18900 50RB#0_30~10
00_30~1000

Band2_10MHz_16QAM_18900 50RB#0_1000~
3000_1000~3000

Agilent Spectrum Analyzer - Swept SA
o
Center Freq 11.500000000 GHz

PHO: Fast -
IFGain:Low

Trig: Free Run
#Anten: 30 dB

Ref Offset 1281 dB
Ref 20.00 dBm

Start 3.000 GHz
#Res BW 1.0 MHz

= ST

Stop 20.000 GHz
#Sweep (#Swp) 1.000 s (40001 pts)

#VBW 3.0 MHZ*

Agilent Spectrum Analyzer - Swept SA
TG A
Center Freq 79.500 kHz

#Avg Type: RMS
AvglHold: 11

Trig: Free Run

PHO: Wide —5—
IFGain:Low #hsen: 20 dB

Ref Offset 7.61 dB
Ref 0.00 dBm

‘ 1‘1 13"-']"w" [
'rlﬁﬁl‘ Hl".“lﬂ"ﬁ'i‘
|

#VBW 3.0 kHz*

Start 9.00 kHz
#Res BW 1.0 kHz

Stop 150.00 kHz
Sweep (#Swp) 174.0 ms (1001 pts)

staws | DC Coupled

Band2_10MHz_16QAM_18900_50RB#0_3000~
20000_3000~20000

Band2_10MHz_16QAM_19150_50RB#0_0.009~
0.15_0.009~0.15

Agilent Spectrum Analyzer - Swept SA
RT !

Center Freq 15.075000 MHz )
PNO: Fast —+— 1rig:Free Run
|FGain:Low BAtten: 30 dB

Ref Offset 7.61 dB
Ref 10.00 dBm

Start 150 kHz

#Res BW 10 kHz #VBW 30 kHz*

¥hvg Type: RMS
AvglHold: 11

Stop 30.00 MHz
#Sweep (#Swp) 1.000 s (1001 pts)

staws | DC Coupled

Agilent Spectrum Analyzer - Swept SA
RT

Center Freq 515.000000 MHz
e
IFGain:Low #Atten: 30 d

Ref Offset 8.5 dB
Ref 20.00 dBm

Start 30.0 MHz

#Res BW 100 kHz #VBW 300 kHz*

Trig: Free Run

#Avg Type: RMS
AvglHold: 11

Mkr1

Stop 1.0000 GHz
#Sweep (#Swp) 1.000 s (2001 pts)

Band2_10MHz_16QAM_19150_50RB#0_0.15~3
0_0.15~30

Band2_10MHz_16QAM_19150_50RB#0_30~10
00_30~1000
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